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The majority of existing human papillomavirus (HPV) genotyping assays are based on multiplex PCR using
consensus or degenerate primers. We developed a Templex HPV assay that simultaneously detects and
identifies 25 common HPV genotypes in a single-tube reaction using type-specific primers for the HPV-specific
E6 and E7 genes. The analytical sensitivities of the Templex assay for HPV type 16 (HPV-16), -18, and -56 were
20, 100, and 20 copies per reaction mixture, respectively. The Templex assay provides semiquantitative
information on each type when multiple HPV types coexist in one reaction. We tested 109 clinical cervical
specimens previously evaluated with the Digene HC2 high-risk HPV DNA test and found 95.4% concordance
between the assay results. The Templex assay provided type-specific results and found multiple types in 29.2%
(14 of 48) of high-risk HPV-positive samples. The entire Templex procedure, including DNA extraction, can be
completed within 5 hours, providing a rapid and reliable diagnostic tool for HPV detection and typing that is

amenable to automation.

Human papillomavirus (HPV) infection is linked with cer-
vical cancer (1, 12, 24). HPV can be divided into “high-risk
(HR)” and “low-risk” groups on the basis of their association
with cervical lesions (7, 11, 17). The HR group includes HPV
types 16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59, 67, 68, 69, 82,
26, 53, 66, 70, and 73, while the low-risk group includes types
6,11, 40, 42, 43, 44, 54, 61, 72, 81, and 89 (11, 15, 19). Recently,
quadrivalent (HPV-6, -11, -16, and -18) and bivalent (HPV-16
and -18) vaccines have been demonstrated to effectively pre-
vent type-specific persistent infection and disease (6, 23). To
monitor the impact of vaccine implementation strategies, de-
termine type-specific persistence, and evaluate the clinical sig-
nificance of coinfection with multiple HPV types, HPV testing
will require type-specific results. A high-throughput, sensitive,
specific, and reproducible HPV detection and typing assay is
therefore highly desirable.

Most established HPV typing assays used in epidemiologic
studies are based on consensus PCR to amplify the relatively
conserved L1 gene region with hybridization, restriction en-
zyme digestion, or sequencing of the amplicon to determine
type(s) (2, 22). Widely used L1 consensus primer PCR systems
include the GP5+/6+, PGMY09/11, and SPF systems (4, 5, 13,
21). However, in all of these methods, variations in the effi-
ciency of type-specific priming, primer competition, and limi-
tations on the reagent concentrations in the assay may affect
the observed type distribution, particularly when large num-
bers of types at greatly different copy numbers are present. In
addition, typing requires a variable number of additional post-
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PCR steps, such as amplicon purification, gel electrophoresis,
hybridization, and washing. These additional steps increase the
time and labor required.

We report the development of a novel HPV genotyping
assay that is based on proprietary Templex technology. Tem-
plex is a unique multiplex PCR platform that uses a target-
enriched multiplex PCR method (J. Han, patent pending, pub-
lished 28 April 2005 via Patent Cooperation Treaty with
international publication number WO 2005/038039 A2). Tem-
plex uses nested gene-specific primers at extremely low concen-
trations to enrich the specific targets during initial PCR cycles and
relies on universal forward and reverse SuperPrimers at high but
unequal concentrations to achieve exponential but asymmetric
amplification. The biotin-labeled reverse SuperPrimer, present
at a concentration four times higher than that of the forward
SuperPrimer, results in an excess of single-stranded reverse
products that can be easily detected (Fig. 1). This assay was
used successfully to evaluate a Digene-recommended algo-
rithm for HPV low positive results present in a “retest
zone” (10).

We describe the Templex HPV assay that targets the highly
variable E6 and E7 gene regions and includes type-specific
primers for 25 commonly encountered HPV types, including 21
HR HPYV types (types 16, 18, 26, 31, 33, 35, 39, 45, 51, 52, 53,
56, 58, 59, 66, 67, 68, 69, 70, 73, and 82) and 4 HPV low-risk
types (types 11, 6, 42, and 44). We determined the analytical
sensitivity of the Templex assay for HPV types 16, 18, and 56
on the basis of pooled HPV-negative cervical specimens spiked
with HPV clones. We evaluated the HR HPV detection on 109
cervical specimens previously tested with the Digene HC2
high-risk HPV DNA test assay. The Templex HPV typing I
assay system requires only 2 hours of hands-on time and yields
semiquantitative results for each type detected. The assay for-
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FIG. 1. Templex HPV amplification. (A) In the Templex HPV assay, nested gene-specific primers are designed to enrich the targets during
initial PCR cycling. Later, universal SuperPrimers are used to amplify all targets. Primer abbreviations: Fo, forward out; Fi, forward in; Ri, reverse
in; Ro, reverse out; FS, forward SuperPrimer; RS, reverse SuperPrimer. The gene-specific primers (Fo, Fi, Ri, and Ro) are used at extremely low
concentrations. (B) Different primers are involved in the Templex process at each of the three major stages. First, at the “enrichment” stage,
low-concentration gene-specific primers are given enough time to find the templates. For each intended target, depending on which primers are
used, four possible products may be generated: Fo/Ro, Fi/Ro, Fi/Ri, and Fo/Ri. The enrichment stage is typically carried out for 10 cycles. In the
second, “tagging” stage, by raising the annealing temperature to 72°C, only the long, 40-nucleotide inside primers (Fi and Ri) will work. After 10
cycles and at the end of this tagging stage, all PCR products are “tagged” with the universal SuperPrimer sequences. Then, at the third,
“amplification” stage, high-concentration SuperPrimers work efficiently to amplify all targets and label the PCR products with biotin during the
process. The solid lollipop indicates specific probes, covalently linked with Luminex color-coated beads. The gray circles indicate biotin molecules.

mat is amenable to automation and clinical implementation
and merits further evaluation and validation.

(This study was presented in part at the 22nd Annual Meet-
ing of the Pan American Society for Clinical Virology, Clear-
water Beach, Fla., 25 April to 5 May 2006.)

MATERIALS AND METHODS

HPV plasmid clones and cervical specimens. HPV DNA-containing plasmids
for HPV-11, -16, -18, and -56 were purchased from American Tissue Culture
Collection (Manassas, VA). To increase the number of HPV types evaluated, we
selected residual anonymous DNA extracts from a variety of ongoing studies that
were previously determined to be positive for single and multiple types included
in the Templex HPV assay on the basis of L1 consensus PCR as previously
described (14). We also retested excess anonymized material from 109 consec-
utive PreservCyt (Cytyc Corp., Malborough, MA) cervical specimens submitted
to the Molecular Infectious Diseases Laboratory at Vanderbilt University Med-
ical Center for reflex HPV DNA testing using the Digene HC2 high-risk HPV
DNA test. Three PreservCyt cervical specimens negative for HPV were pooled
and included as negative controls in each run in triplicate.

Nucleic acid extraction. DNA from a 100-ul aliquot of each residual resus-
pended PreservCyt cervical specimen was extracted using a spin column-based
kit (E.Z.N.A. total RNA kit IT; Omega-Biotek, Doraville, GA) as directed by the
manufacturer. The final volume of DNA eluate in water was 50 pl. Extracts were
stored at —80°C until tested.

Templex HPV multiplex amplification. The Templex HPV typing I assay
system (catalog number 018-01-S; Genaco Biomedical Products, Inc., Huntsville,

AL) was used in a 50-pl reaction mix composed of 6 ul Templex HPV SuperPrimers
(consisting of a mixture of type-specific nested primers for the E6/E7 region of
25 HPV types, endogenous positive-control gene iduronate 2-sulfatase, and
Templex SuperPrimers), 25 pl of QIAGEN multiplex master mix (QIAGEN
Inc., Valencia, CA), 5 ul of extracted DNA, and 14 pl of water. Amplification
was carried out by using the five-stage Templex cycling program: (i) hot start (15
min at 95°C), (ii) enrichment stage (10 cycles, with 1 cycle consisting of 30
seconds at 94°C, 1 min 30 seconds at 60°C, and 1 min at 72°C), (iii) tagging stage
(10 cycles, with 1 cycle consisting of 30 seconds at 94°C and 1 min 30 seconds at
72°C), (iv) amplification stage (35 cycles, with 1 cycle consisting of 20 seconds at
94°C, 20 seconds at 55°C, and 20 seconds at 72°C), and (v) extension stage (3 min
at 72°C).

Amplification product identification. The amplified products were further
characterized using a suspension array for multiplex detection on a Luminex 100
instrument (Luminex, Austin, TX). In brief, 35 wl hybridization buffer was mixed
with 10 pl bead mix (sequence-tagged beads specific for each HPV type and
control gene [iduronate 2-sulfatase] in assay; Genaco Biomedical Products, Inc.),
and 5 pl PCR product was then added. The mixture was denatured at 98°C for
3 min and then hybridized at 52°C for 10 min. Ten microliters of streptavidin-
phycoerythrix was added into the mixture. After an additional incubation for 5
min, 120 pl of prewarmed stopping buffer was added into the mixture, and results
were read immediately using the Luminex instrument. A red laser identifies each
bead (or target) by its color coding, while a green laser detects the hybridization
signal associated with each bead. Results for each channel are expressed as the
median fluorescence intensity (MFI) value. The cutoff value for a positive result
in each channel was set at four times the mean MFI values of the negative
controls.
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Samples| Known Types | T16 | T18 [ T26 | T31 | T33 | T35 [ T39 [ T45 | T51 | T52 | T53 | T56 | T58 | T59 | T66 | T67 | T68 | T69 | T70 | T73 [ T82 [ T6 | T11 | T42 | T44 | IDS

1 ATCC#45113D_| 1457| 56| 60| 48| 66| 60| 48| 50| 76| 69| 56] 64 52| 62| 65 61| 68 55| 60| 63| 61| 63| 63] 60 55 54
2 ATCC#45152D 67]1192] 63| 50| 62| 54| 44| 51| 67| 61| 61] 655 66] 60| 62| 43| 46| 72| 67| 59| 74| 54| 57| 57| 60 62
3 ATCC#40548D 60] 57] 70| 46| 61| 60| 47| 68| 70| 60| 68/1395| 63| 56| 39 58| 63| 64| 69| 52 67| 71| 64| 48| 68 61
4 16 261| 40| 32| 38| 50| 43| 35| 36| 28] 29| 30| 36| 35| 40| 32| 35| 44| 40( 27| 50| 31) 35| 38| 44| 32| 1807
5 18 33|1536] 20| 31] 33| 28| 36| 60/ 16| 38| 23] 31| 30| 22| 25| 32| 27| 37| 28| 22| 29| 25| 39| 21| 27| 1406
6 18.35.51.26.82 33| 928|3441| 31| 49/1024| 30/ 28| 583| 35| 29| 72| 36| 34| 27| 32| 33| 15| 22| 29(/4104| 43| 40| 68| 37| 1267
7 31 23| 28| 17| 178| 38| 41| 36| 32| 38| 37| 31| 32| 25| 34| 26| 27| 26| 30| 240( 24| 32 32| 38 30| 32| 1557
8 33,39 35| 46] 34| 45|1564| 42| 283| 29| 46| 38| 28] 45| 40| 40| 29| 39| 40| 41] 38 29| 35| 27| 36| 33| 38| 1325
9 35 38| 22)] 25| 30| 35| 515| 31| 29| 30| 36| 27| 29| 28 28] 19| 32| 27| 33| 44| 32| 30| 28| 37| 27| 34| 794
10 39 32| 30] 21| 37] 51| 33| 557 35| 33| 38| 29| 28| 36| 43| 34| 37| 29| 32| 31 29 21| 31| 41| 27| 32| 762
11 45 28| 76] 31] 37| 33| 31| 41]2247| 32| 35| 34| 30| 31| 23] 42| 29| 28| 26| 27| 18| 32| 31| 37| 30 28| 1445
12 51 37] 41] 23| 102] 40| 44| 30/ 30f{1293| 37| 32| 32| 27 26| 27| 21| 29| 31| 41| 29| 29| 34| 40| 36/ 33| 843
13 52 32| 28| 869| 25| 38| 32| 32| 24| 30/2028| 28] 22| 23] 21| 19| 27| 26| 23| 40[ 40| 19| 37| 33| 31 23] 1179
14 53 31| 40| 32] 27| 42| 42| 30| 29| 46| 38| 347| 25| 33| 35| 26| 25| 30| 36| 34| 23| 40| 49| 42| 43| 35| 819
15 56 42| 57] 25| 29| 46| 36| 32| 29| 39| 53] 31/2806| 35| 26| 27| 29| 34| 23| 37| 34| 37| 37| 42| 36| 32| 1713
16 45,58 41 35| 22| 30| 36| 29| 27| 279| 27| 26| 32| 28|2365| 25| 23| 22| 31| 29| 33| 20| 36) 101] 38| 27| 34| 970
17 59.44 38| 34| 28] 46| 42| 39| 39| 30| 25| 28] 28] 26| 33[1202] 25| 28| 26| 31| 29| 37| 35| 30| 40| 35| 321| 1438
18 56.66 36| 64] 25| 40| 36| 41| 35| 32| 36| 41| 2711330| 40| 26)2349| 22| 24| 12| 31| 59| 42| 39| 47| 42| 35| 1628
19 67 22| 43] 28| 31| 47| 35| 27| 44| 37| 36| 27| 26| 32| 42| 30/3448| 30| 43| 29| 22| 36) 38| 29| 37| 30/ 600
20 68 42| 30| 21| 30| 31| 38| 42| 28| 27| 24| 34| 29| 29| 16| 21| 37/1305] 33| 40| 18] 33| 36| 32| 35| 26| 1200
21 18.56.69 38| 1277| 21| 38| 172| 32| 28| 42| 23| 35| 37|2418| 30| 34| 32| 28| 28|2898| 44| 98| 25| 24| 40| 26| 32| 1332
22 70 15 37| 17| 19| 29| 32| 22| 19| 19| 17| 35| 14| 20{ 13| 17 11| 17| 12|1856| 23| 26| 32| 29| 18| 82| 1736
23 73 35| 35| 19| 33| 36| 32| 27 20| 23] 21| 29| 24| 35| 23] 24| 28] 27| 22| 38[1108| 27| 30| 35| 29| 29| 832
24 82 43| 31] 31| 23| 43] 35| 30| 29| 32| 174] 18| 32| 32| 24| 26| 26| 32| 21| 34| 40|4025| 25| 26| 26| 27| 1356
25 6 25| 42| 35| 30| 41| 33| 33| 35| 31| 35| 25| 29| 30| 28] 40) 35| 35| 19| 40| 33| 28/3430| 34| 40 39| 357
26 11 20] 23] 29| 24| 47| 30| 27| 20| 28] 29| 34| 23| 32| 34| 23| 27| 29| 30| 18] 37| 11| 29| 480] 32| 29| 536
27 56.42 30] 31] 28] 27| 44| 40| 37| 16| 31| 32| 16] 769 29| 29| 24| 21| 30| 20| 27| 18] 21| 177| 24|1493| 22| 1411
28 44 25| 31] 23| 24| 36| 31| 28] 27| 29| 30| 32| 35| 32| 25| 30| 26| 31| 17| 42| 41| 36| 189 43| 40[2970| 1030
29 PCR Blank 29|25 |2 3| S| a2 |3 | 24 | 20| i2: {27 |32 |04 | 33 | B0 2 | 61 Bo5 | 25| W0 3 | B2 8 | I 8 20| 34 | 31 |2 5 |23 23

Cutoff 116] 112 92 60| 168| 124/ 96/ 80| 84| 108| 128| 96| 132| 88 72| 100| 100) 92 112 72| 80| 136] 124 100) 92 92
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FIG. 2. Representative data from the Templex HPV assay on control plasmids and known HPV samples. Values are expressed as the median fluorescence intensity value from the Luminex
100 instrument. Each row represents a sample, and each column represents a specific HPV type. The IDS target is an X-chromosome-coded gene (iduronate 2-sulfatase gene) that serves as
an internal positive control. The cutoff value for a positive result was set at four times the mean MFI values of the negative controls. The positive results are indicated in bold type on a pink
background.
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TABLE 1. Analytic sensitivity of the Templex assay for detecting
HPV genotypes 16, 18, and 56

No. of positive samples/no. of samples tested Analytical
HPV with the following no. of copies of HPV per sensitivity
genotype reaction mixture: (no. of
copies/reaction

0 220 100 200 10° 10* 10° mixture)
16 05 0/5 9/9 33 33 33 33 33 20
18 05 05 09 55 33 33 33 33 100
56 05 5/6 5/5 33 33 33 33 33 20

Analytic sensitivity and semiquantitation. To determine the analytic sensitiv-
ity of the assay for HPV-16, -18, and -56, purified plasmid DNA for each type was
diluted with water. The copy numbers for each HPV type were determined on
the basis of the molecular weight of each of the plasmid. For example, the total
molecular weight for the plasmid containing HPV type 16 insert is 7.06E + 0.6 g,
which is about 85 copies per fg. Serial 10-fold dilutions ranging from 10° to 2
copies per reaction mixture were prepared. Three to nine replicates of each
dilution were assayed independently. The limiting dilution was the one with the
fewest copies of HPV that gave a positive result for all replicates. To demon-
strate HPV type-independent amplification and relative quantitation of results,
various amounts of HPV plasmid DNA were mixed to mimic coinfection with
different HPV types at 10- to 100-fold differences in concentration.

Digene HC2 testing. Cervical specimen preparation and the Digene HC2
high-risk HPV DNA test using only the HR probe set were performed according
to the manufacturer’s instructions as described previously (17). For each speci-
men, relative light unit/cutoff (RLU/CO) values were calculated as the ratio of
the specimen luminescence relative to the luminescence of the 1.0 pg/ml HPV-16
cutoff standard and reflect a semiquantitative value of the cumulative viral
burden from one or more of 13 HR HPV genotypes (types 16, 18, 31, 33, 35, 39,
45, 51, 52, 56, 58, 59, and 68). A RLU/CO value of =2.5 was considered a HR
HPV-positive result. Any RLU/CO values from 1.0 to 2.5 were retested. Speci-
mens with a RLU/CO value of <1.0 were considered negative (17).

L1 consensus PCR. Excess DNA previously evaluated for HPV was typed
using the prototype linear array assay (reagents provided by Roche Molecular
Diagnostics, Alameda, CA) as previously described (14). For evaluation of sam-
ples giving discordant results by the Digene and Templex HPV assays, we tested
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5 pl extract in the Roche linear array HPV genotyping test (Roche Molecular
Systems, Pleasanton, CA) according to the manufacturer’s instructions.

Statistical analysis. Statistical comparisons were performed with Epilnfo soft-
ware (version 6; Centers for Disease Control and Prevention, Atlanta, GA). P
values of =0.05 were considered statistically significant. Sensitivity, specificity,
and positive and negative predictive values were calculated using standard def-
initions (3).

RESULTS

Three ATCC HPV plasmids and 25 specimens with known
HPV types were tested by the Templex HPV assay, and rep-
resentative results are shown in Fig. 2. The HPV plasmid
controls are positive for the expected HPV type but negative
for the endogenous positive-control gene (no human DNA in
samples). The 25 previously typed HPV samples gave the ex-
pected results and were positive for the control gene.

Using the HPV DNA-containing plasmids, we determined
the analytical sensitivity of the Templex assay for detecting
HPYV types 16, 18, and 56. As shown in Table 1, the analytical
sensitivities of the Templex assay for HPV types 16, 18, and 56
were 20, 100, and 20 copies/reaction mixture, respectively.

The Templex HPV assay relies on end-point PCR detection.
It is recognized that end-point PCR has limited ability to
achieve quantitative results, but relative quantitation is possi-
ble. In experiments using mixtures of input plasmid DNA tem-
plates with 10- to 100-fold differences in concentration, the
resulting MFT values for each HPV type in the Templex reac-
tion mixture faithfully reflected the relative concentrations of
targets included in the reaction mixture. An examples of this is
shown in Fig. 3 where different concentrations of HPV type 11,
16, and 18 plasmid DNA were mixed to mimic coinfections of
multiple HPV types.

For the 109 samples evaluated for HR HPV with reflex

11H16L13H

11H16L138L

11H1 6H1 8L

11L16H1 8L

11L16H1 3H

BType 11
BType 16
EType 18

0 1000 2000

3000 4000 5000

MFI

FIG. 3. Semiquantitative analysis with the Templex HPV assay. Relatively high and low concentrations of HPV types 11, 16, and 18 were mixed
in different combinations to mimic coinfections of multiple HPV types. The high and low concentrations for HPV type 11 represent about 83,000
and 8,300 copies, respectively. For HPV type 16, the high and low concentrations represent 8,300 and 83 copies, respectively. For HPV type 18,
the high and low concentrations represent 83,000 and 830 copies, respectively. The letter “H” or “L” indicates high or low concentrations, and the

number “11,” “16,” or “18” stands for HPV type 11, 16, or 18.
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TABLE 2. Roche linear array results for specimens with discrepant
results for HR HPV by the Digene HC2 high-risk HPV DNA
and Templex assays

Assay result

Specimen
no. H2C HR HPV“ Templex Linear array
V16 Positive (112.8)  Negative ~HPV-72 (low risk)
V46 Negative (0.2) HPV-70  Negative
V57 Negative (0.3) HPV-73  HPV-73
V76 Negative (0.2) HPV-35 HPV-35
V103 Positive (14.8)  Negative =~ HPV-31 and -71 (low risk)

“ Numbers in parentheses are RLU/CO values.

Digene HC2 high-risk HPV DNA test, results of the Templex
HPV assay were concordant in 104 samples (95.4%; 46 of 48
HC2-positive samples and 58 of 61 HC2-negative samples).
The most frequent types detected in these samples were HPV-
16, -56, -39, -35, -66, -18, and -45, detected in 18.8%, 18.8%,
14.6%, 10.4%, 10.4%, 8.3%, and 8.3%, respectively. In addi-
tion, 29.2% of the positive samples were positive for more than
two HPV types. The five specimens with discrepant HPV re-
sults were tested further with the Roche linear array assay
(Table 2). For the HR HPV detection, the Templex assay
result was concordant with the linear array result in three of
five samples, whereas the Digene HC2 test result was concor-
dant in two of five samples.

DISCUSSION

The Templex HPV assay simultaneously amplifies and iden-
tifies 25 HPV types in one reaction. Using HPV plasmid stan-
dards and previously typed clinical materials as controls, the
assay shows excellent type specificity. The analytical sensitivity
of the Templex assay was between 20 and 100 copies HPV per
reaction mixture for each of the three types for which plasmid
controls were available. Given the ability to use type-specific
primers for each type, there is no reason to anticipate the
efficiency of the amplification reaction to vary by type, so the
analytic sensitivity should be comparable for all 25 types in-
cluded in the assay. As demonstrated by the concordance
(95.4%) with Digene HC2 high-risk HPV DNA test results in
109 cervical samples, the Templex assay can be used on clinical
material.

The Templex HPV assay overcomes the most difficult prob-
lems associated with conventional multiplex PCR: incompati-
ble primer sets and high background amplification/detection.
Nested primers increase compatibility among loci. The primary
problem with conventional multiplex PCR is the incompatibil-
ity among primer sets. A standard multiplex PCR is difficult to
optimize because each amplification target has only one pair of
primers that dictates one optimal annealing condition. If a
particular target has PCR conditions that conflict with other
targets, it will not amplify efficiently. Therefore, the range for
“optimal” conditions, such as annealing temperature and salt
concentration, is relatively narrow. In the Templex assay, given
that nested primers are present for each target, four alternative
products are generated to serve as templates for more efficient
“super primer” amplification. Thus, the “optimal” range of
temperature and salt concentration is wider, and a common
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amplification condition for all the intended targets is more
attainable.

Low concentrations of unlabeled, gene-specific primers re-
duce background. High-concentration primers are required
only at a much later stage of a PCR. During the initial cycles,
a much lower concentration is needed to give an adequate
primer/target ratio. Despite the fact that more primers are
used in the Templex HPV assay, the absolute primer amount is
actually less than that in a regular multiplex PCR. The only
primer that is labeled is the reverse super primer. Thus, signals
caused by primer dimers and background amplification are less
of a concern.

Use of low concentration, unlabeled primers may also im-
prove reproducibility. The performance of conventional mul-
tiplex PCR varies from lot to lot and from different laborato-
ries. Quality control for multiple sets of primers, especially
those with biotin label, is difficult. With the Templex HPV
assay, gene-specific primers are used at extremely low concen-
trations, and only one biotin-labeled primer is used; therefore,
quality control for large-scale manufacturing is a more man-
ageable task.

The Templex HPV technology does not require post-PCR
cleanup, the kinetics of liquid hybridization are quite rapid,
and results of the hybridization assay are read directly. These
features result in an assay that requires only about 2 hours of
hands-on time. The entire procedure is amenable to automa-
tion because only reagent addition is required. The rapid Lu-
minex analysis platform can handle hundreds to thousands of
samples per day. Luminex results are highly reproducible be-
cause the suspension arrays are manufactured and used in
homogeneous liquid environment. One potential problem with
the Luminex platform are false-positive results caused by con-
tamination of carryover PCR products. Careful control of the
experimental environment is essential to prevent false-positive
results. The Templex technology is an open platform that
could theoretically be integrated with other high-throughput
platforms for amplicon detection and identification.

The Templex HPV method also provides semiquantitative re-
sults for each type identified. With conventional multiplex PCR,
the amplification efficiency may vary between types because of the
complexity of the primer mix and sharing of primers between
types. In the Templex format, only one pair of primers, the
SuperPrimer, is used in the exponential phase of PCR amplifi-
cation. Therefore, the end-point analysis of the signals gener-
ated from multiple targets reflects the ratio among the original
targets. The clinical importance of infection with multiple
types is increasingly recognized (20) and the ability to deter-
mine the type-specific profile of HPV-positive women will be
important in evaluating the efficacy of HPV vaccine implemen-
tation.

The Templex HPV assay targets the E6/E7 region of the
HPYV genome. As expression of the E6 and E7 genes is directly
associated with carcinogenesis, detection of these targets may
provide more relevant biological and pathological information.
E6 or E7 genes have been selected as amplification targets for
HPV typing (16, 18), and studies have shown that in cervical
cancer samples that were positive for E6, the L1 gene could not
be detected in about 30% of the cases (8, 9). One potential
disadvantage of targeting the E6/E7 region is the number of
base pair variants in this region that could impact detection.
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Variants have been best studied in HPV-16, but to date, all
HPYV types studied have base pair changes in this region. Fur-
ther work will be required to verify the independence of this
assay from the impact of HPV variants.

This study evaluated only the Templex HPV system in com-
parison to detection of HR HPV in the Digene HC2 high-risk
HPV DNA assay. Additional testing will be required to fully
evaluate the type-specific sensitivity, specificity, and reproduc-
ibility in samples from a wide range of clinical settings.
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